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TH£  CONSTRUCTION  AND  CALIBRATION  Oi1  A 
TWIST  DRILL  DYNAMOMETER 

With  the  introduction  of  high  speed  twist  drills  in 
modern  machine  shop  practice  comes  the  j rohlem  of  their  relative 
economy  with  that  of  the  slow  speed  carbon  drill  which  is  3till 
used  to  a  very  large  extent. 

To  obtain  data  upon  which  the  relative  economy  of  these 
drills  could  he  compared , T. J.Schance  designed  and  built  a  twist 
drill  dynamometer  for  his  thesis  in  1912.     As  the  economy  of  the 
drill  defends  up  on  the;  first  cost  of  the  drill,  the  durability 
of  the  drill  and  the  operator's  time  .this  machine  was  so  design- 
ed that  this  data  could  he  obtained.     This  machine  was  also  de- 
signed with  the  view  of  obtaining  the  power  necessary  to  operate 
different  drills,  and  as  this  power  depends  vl} on--; the  speed, 
the  feed  and  the  angle  of  the  drill,  these  may  be  kept  constant 
and  the  drills  compared  in  this  way. 

Description  of  the  Dynamometer  

The  dynamometer  consists  mainly  of  two  oil  reservoirs 
or  compression  chambers,  one  for  the  downward  thrust  and  the 
other  for  the  torcue.     The  magnitude  of  the  j ressures  of  these 
forces  on  the  oil  is  transmitted  to  two  recording  guages,  one 
for  each  reservoir. 

The  larger  reservoir  is  located  in  the  main  casting 
of  the  dynamometer  base.     It  is  11  =g  inches  in  diameter  and 
contains  about  one  gallon  of  fluid.     This  reservoir  is  for  the 
xurpose  of  recording  rhe  downward  thrust  of  the  drill.  Across 
the  top  of  this  reservoir  and  fastened  to  the  sides,   to  form 
an  air  tight  chamber,   is  a  rubber  diaphram  thru  which  the  pros- 
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sure  is  transmitted  through  the  medium  of  the  fluid  to  the 
guages.     Upon  this  diaphram  rests  a  disc  having  a  diameter 
slightly  less  than  that  of  the  inner  diameter  of  the  reservoir. 
Resting  on  this  disc  and  supporting  another  disc,   on  which  the 
test  piece  is  clamped,  is  a  large  end  thrust  hall  bearing  which 
allows  the  upper  disc  free  to  rotate  in  the  direction  of  the 
rotation  of  the  drill  and  at  the  same  time  transmits  the  down- 
ward thrust  to  the  reservoir  of  oil  below.     This  ball  bearing 
is  of  the  finest   Uerman  make  and  provides  rotation  with  praetieal- 
ly  negligable  friction.     Projecting  from  the  upper  disc  is  a 
radial  arm  which  transmits  the  torque  of  the  drill  to  a  vertical 
reservoir  at  the  left.     This  reservoir  is  constructed  similarly 
to  the  larger  one.     It  has  a  diameter  of  4  *g  inches  and  a  capac- 
ity of  about  one  pint  of  fluid.     This  reservoir  is  placed  in  a 
vertical  position  vith  a  rubber  diaphrara  across  the  front.  A 
small  cast  iron  pressure  plate  of  smaller  diameter  than  that  of 
the  inner  diameter  of  the  reservoir  presses  u.on  the  diaphram 
thus  transmitting  the  pressure  to  the  guage .     This  reservoir  is 
not  a  part  of  the  base  but  is  a  finished  casting  bolted  to  the 
base  of  the  dynamometer. 

The  dynamometer  is  made  entirely  of  cast  iron  except- 
ing the  end  thrust  ball  bearings.     'i'he  base  is  unfinished  except 
the  upper  edge  of  the  large  reservoir  on  which  a  metal  ring  is 

bolted  and  holds  the  rubber  diaphram  in  place.     The  face  of  the 

is  fastened 

vertical  portion  on  which  the  smaller  reservoirAis  also  machined. 

To  hold  the  test  pieces  of  cast  iron  in  place,  upon 
the  upper  disc,   is  bolted  a  casting  whose  section  has  the  appear- 
ance  of  an  H.     The  test  piece  being  clamped  into  the  upper  portio 
by  means  of  two  set  screws. 


Guages  

The  guages  used  on  this  dynamometer  are  of  Special  de- 
sign and  are  supplied  "by  the  Bristol  Guage  Co.,   of  "/aterbury ,  Conn . 
They  are  of  the  flattened  elfcptical  coil  spring  type.      As  the 
torque  is  a  great  deal  less  than  the  downward  thrust,  guages  of 
corresponding  range  were  made.     The  torque  guage  has  a  range  of 
eight,  lbs .per  sc.  in.,  while  the  thrust  guage  ranges  from    0  lbs. 
per  sq.  in.  to     25  lbs.  per  sq..  in.     The  drill  spindle  is  connect- 
ed by  means  of  cords  to  the  guage  dials  so  that  movement  of  the 
drills  causes  a  corresponding  rotation  of  the  dial,  giving  an 
autographic  record  of  the  downward  movement  of  the  drill  on  the 
record  of  the  downward  movement  of  the  drill  on  the  record  card. 
Mechanically  this  is  accomilished  by  extending  the  dial  shafts 
through    the  back  of  the  guages  about  three  inches  and  mounting 
them    on  small  pulleys  to  receive  the  cords  from  the  drill  swindle . 
The  cords  are  given  a  few  turns  about  the  pulley  and  weights  fas- 
tened to  the  cord  ends  which  cause  rotation  of  the  dials  when  the 
drill  spindle  is  moving  upward.    With  the  drill  is  moving  down- 
ward action  of  the  cords  on  the  pulleys  is  reversed  and  the  dials 
are  rotated  in  the  opposite  direction.     This  mechanism  gives  a 
record  card  with  absciseaeproportional  to  movement  of  drill. 
Method  of  filling  reservoir. 

To  obtain  the  correct  pressures  the  reservoirs  must 
be  completely  filled  with  fluid  in  such  a  manner  that  no  air  may 
be  pocketed  in  them.     This  was  accomplished  by  filling  the  res- 
ervoirs very  gradually  and  giving  the  air  time  to  escape  through 
the  outlet.     The  dynamometer  was  tipped  forward  until  the  guages 

were  in  a  horizontal  plane.     Two  1/2  inch  pipes  were  then  fitted 

Fig.  2, 

to  the  Openings  at  1  and  E.^&hese  pipes  were  about  four  feet 
long  and  were  used  to  give  head  to  the  fluid  that  it  might  press 
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out  the  air  more  readily.     The  fluid  was  gradually  poured  in, 
giving  it  time  to  let  the  air  bubble  out.     The  diaphram  was  also 
pressed  in  at  various  intervals  causing  the  air  to  "buhhle  out 
^uite  rabidly.    After  the  reservoirs  were  filled  the  dynamometer 
was  left  standing  in  this  position  for  several  hours  that  the  air 
may  gain  free  access  to  the  atmosphere.     The  valves  at  1  and  2 
were  then  closed,  the  jipes  removed  and  the  openings  closed. 

Calibration  

Before  any  accurate    data  could  he  obtained  the  dyna- 
mometer had  to  be  calibrated  and  calibration  curves  drawn. 

To  calibrate  the  thrust  guage,   the  dynamometer  vras 
placed  in  a  Kiehle  testing  machine  and  loads  placed  uj  on  the 
upper  disc,  over  the  large  reservoir  varying  from  0  to  2800  lbs. 
with  increments  of  about  200  lbs.     These  loads  were  taken  off 
with  larger  increments  of  about  500  lbs.     The  joints  were  plotted 
with  the  loads  as  abscissae  and  the  readings  as  ordinates.  These 
gave  a  curve  very  nearly  a  straight  line. 

In  the  calibration  of  the  torque  guage  a  more  simple 
method  was  used.     The  dynamometer    was  set  u^on  the  working 
bench.     By  means  of  a  knife  edged  hook,  a  cord  was  fastened  to 
the  radial  arm,  then  over  a  pmllsy  to  a  weight  holder,  heights 
of  five  lbs.  were  placed  on  the  lower  end  of  the  cord  and  their 
various  readings  taken  and  recorded.     These  increments  were  placec 
on  up  to  one  hundred  ft.  lbs.     Headings  were  taken  in  both  ascend- 
ing and  descending  increments.    A  calibration  curve  ,Tras  drawn  for 
the  torcue  with  the  load    as  abscdssaeand  the  readings  as  ordi- 
nates which  gave  a  very  good  curve  especially  at  the  joints  where 
the  torque  of  the  drill  came. 


Construction  

To  fit  the  dynamometer  iaj   that  tests  might  he  made 
several  small  tasks  had  to  he  completed.     Cne  of  the  larger  ones 
"being  that  to  fix  up  a  "bracket  for  the  dials.     This  rack  was 
made  of  strips  of  iron  two  inches  wide  and  three-eight  inches 
thick.     They  were  forged  to  shape,  bolted  to  the  hase  and  rivet- 
ed together.  The  guage  was  fastened  to  the  "bracket  by  means 
of  small  stoye  holts. 

The  largest  and  more  important  task  completed  was  that 
of  arranging  pulleys  in  such  a  manner  that  the  downward  motion 
of  the  drill  would  he  transmitted  to  the  dials  uniformally.  This 
was  obtained  by  fastening  a  iiece  of  iron  by  means  of  a  cap  screw 

a?  i  p*   1  • 

to  the  spindle  at  2.  ^°5irectly  above  this. iron  and  bolted  to  the 

drill  at  4  was  an  angular  piece  of  iron  in  which  an  indicator 

pulley  was  fitted.     This  iUlley  was  placed  in  such  a  poSitiofi 

that  the  traverse  of  the  cord  for  the  various  positions  of  the 

drill  would  always  be  in  a  vertical  line.     At  the  back  and  above 

the  radial  arm  a  forged  bracket  5  was  bolted;  to  this  bracket 

w.eie  fitted  two  indicator  i.ulleys.     This  bracket  was  placed  in 

such  a  position  that  the  indicator  1ulleys  would  be  in  a  vertical 

line  with  the  pulleys  of  the  dial  at  6  and  7.  Fig.  2. 

The  string  was  first  fastened  at  3  then  up  thru  the 

pulley  at  4  and  then  tied  to  a  small  ring.     To  this  ring  two 

other  cords  were  fastened,  one  leading  thru  the  indicator  j_ulley 

Fig.  E. 

at  8  and  then  down  to  the  pulley  at  6  on  the  tor cue  guage  The 
other  leading  over  the  pulley  at  9  then  down  to  the  pulley  at  7 
on  the  thrust  guage.     These  strings  made  three  complete  turns 
around  the  guage    pulleys  and  then  fastened  to  weights  9    and  10 


which  hung  below.     Then  as  the  drill  was  fed  downward  the  weights 
were  lifted  and  the  friction  of  the  cords  turned  the  pulleys  on 
the  guages  on  which  the  dials  are  fastened. 

Manner  of  conducting  the  tests  

The  cards  were  first  placed,  in  position  on  the  dial 
with  the  drill  point  resting  on  the  test  fiece.     The  power  was 
then  'turned  on  and  the  feed  clutch  thrown  in.    After  the  drill 
had  been  cutting  with  its  entire  edge  the  Si eed  was  taken  from 
the  drill  swindle  directly,     as  the  power  was  transmitted  thru 
several  clutches  it  became  necessary  that  the  positive  sj.eed  he 
taken  from  the  drill  spindle.     rhi  position  of  the  drill  was 
marked  at  the  beginning  and  after  it  had  drilled  a  depth  of  two 
inches  the  drill  was  removed  from  the  hole  and  the  j.ower  shut 
off.     Tests  were  made  of  the  same  drill  in  cast  iron- -varying 
the  feed  for  each  test  and  keeping  the  speed  nearly  \asj  constant 
as  possible. 
Method  of  Calculation-- 

As  the  dials  which  were  furnished  with  the  guages  were 
not  calibrated  the  same  as  the  dynamometer,  it  ^as  necessary  to 
make  some  arrangement  for  reading  the  values  of  the  ordinates  of 
the  recorded  curve.     This  was  done  by  means  of  a  templet  made 
of  tracing- cloth  with  the  correct  calibration  of  the  machine 
upon  it.     These  templets  were  divided  into  seventeen  equal  parts 
and  altogether  representing  two  inches  travel  of  the  drill.  These 
templets  were  placed  over  the  curves  drawn  and  the  values  of  the 
ordinates  taken  and  recorded.     To  obtain  the  mean  value  of  the 
ordinate  the  sum  of  half  of  the  first  plus  the  sum  of  the  interme 
diate  ones,  plus  half  the  last,  was  divided  by  the  total  number 
of  ordinates  crossed  by  the  curve.     Templets  were  made  both  for 


the  tor cue  and  thrust  curves. 

The  comparison  of  the  drills  was  "based  ux  on  the  number 
of  foot  pounds  necessary  to  drill  a  one  inch  hole,  two  inches 
deep . 

The  total  horse  power  is  given  "by  the  horse  power  of 
the  thrust  plus  the  horse  power  of  the  torque.     The  thrust  horse 
power  is  given  by  the  lbs.  times  the  distance  in  feet  divided  by 
33000  ft.  lbs.     The  distance  traversed  is  the  feed  in  feet  times 
the  R.  P.  M.  of  the  drill.     The  horse  power  of  the  torque  is  agair 
the  product  of  the  tor  cue  in  pounds  times  the  distance  in  feet 
divided  by  33000  ft.  lbs. 

To  obtain  the  duty,  which  is  based  upon  the  number  of 
ft.  lbs.  required  to  remove  one  cubic  inch  of  material,  multiply 
the  horse  power  by  53000  ft.  lbs.  and  divide  by  the  area  of  the 
drill  times  the  feed  in  inches  per  minute. 
Sample  Calculations  

H.  P.  =  Feed    (ft.  per  Mia. )  x  Thrust  (lbs . )  + 
'     ~  33000 

R.P.M.  x  torcue  x  2  7C 

33000 

-  p     a  1396  x  .196        21. 08  x  258  x  6.28     =     1#041  H.P. 
33000"  ~  33000 

H.I.  x  (33000 J 
Duty  =  „  ,  — — 

Area  of  drill  (sq.   in.)  x  feed  (inches  ± er  min) 
1.041  x  33000 
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Discussion  

The  results  obtained  were  fairly  consistent  for  the  same 
drills  keeping  the  feed  and  speed  cons tant .which  goes  to  show  the 
accuracy  and  sensitiveness  of  the  apparatus.    As  the  feed  was  in- 
creased and  the  speed  kept  constant  a  larger  horse  power  was  re- 
quired and  the  duty  increased  accordingly.     With  the  same  feed  and 
varying  the  speed  of  the  drill  the  horse  power  increased  with  the 
speed  and  duty  increased  also  to  a  lesser  degree.    For  the  various 
drills  the  horse  power  and  duty  varied  slightly  Tor  the  same  feeds 
and  speeds.     Tests  of  the  carbon  drill  were  made  only  at  slow  speed 
hut  the  horse  power  required  to  operate  them  was  about  one-half  of 
the  high  speed  drills  at  twice  the  speed,  showing  that  the  time 
saved  by  the  use  of  the  high  speed  drill  is  off  set  by  the  increas- 
ed horse  lower  required  to  operate  it. 

In  the  test  conducted  with  the  helical    fluted  drills  the 
torque  and  thrust  remained  fairly  constant  after  the  drill  had 
cut    to    full    size.      But  in  the  tests  conducted  with  the  straight 
fluted  drill  the  torque  and  thrust  steadily  increased  as  the  drill 
was  fed    downward.     This  increasein  torcue  and  thrust  was  caused  by 
the     chips  collecting  along  the  drill  and  not  being  carried  out  as 
in  the  helical    fluted  drill. 

The  one  great  fault  of  conducting  these  tests  ^'as  the  cas-; 
iron  test  pieces.   The  greater  number  were  full  of  small  blow  holes 
and  in  some  instances  blow  holes  of  one  inch  in  diameter  were  strucl  . 
Yftien  the  drill  struct  these  blow  holes  it  caused  the  torque  to  vi- 
brate over  a  large  range  and  at  the  same  time  increased  it  materi- 
ally.    The  thrust  would  drop  off  to  a  large  extent  and  nothing 
could  be  told  of  its  proj.er  value.    A  large  number  of  tests  had  to 
be  discarded  for  this  reason  and  in  some  tests  that  were  taken  a 
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number  contained  small  bio1?  holes.     Other  test  iieces  contained 
spots  of  harder  metal  which  came  from  melting  SOT&p  iron  with  the 
pig.    When  attempting  to  test  these  pieces  the  clutches  on  the  dril 
press  would  slip  and  the  drill  would  not  operate  at  a  high  speed. 

Summing  up  all  the  conditions  under  which  the  dynamometer 
operated  it  can  he  said  that  it  showed  itself  to  he  sufficiently 
sensitive  and  accurate  to  satisfy  the  demands  of  drill  tests.  If 
proper  test  pieces  were  obtained  the  dynamometer  would  give  excel- 
lent result  from  which  the  comparison  of  drills  may  be  obtained. 


Fig.  1. 

.Front  view  of  dynamometer  under  working  conditions 
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Card  with  templet  in  position  to  obtain 
the  value  of  ordinates. 


Card  with  templet  in  position  to  obtain 
the  value  of  ordinates. 
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H. 3. Milled  4°00* 

H. 3. Hilled  7°lo' 

U.S. Milled  4°10' 

H. 8.  Milled  6O00' 

Flat  Twisted  4°55' 

Flat  Twisted  4°50' 
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59°30' 

61°00' 
63°30' 
63°00' 
59°30f 

59°30' 

60°00' 


Reliance 


Type  D. 
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"Ilorka" 


1 .  New  Process 

T.D.Co. 

2.  Detroit  T.D.Co. 

3.  Celfor  T.D.Co. 

4.  Celfor  T.D.Co. 

5.  Whitman  and 
Barnes  Co. 

6.  Pratt  and 

7/hitney 

7.  Union  T.D.Co. 


8.  Lincoln  Williams  "Pioneer" 

T.  D.  Co. 

9.  Lincoln  Williams 

T.  D.  Co. 


H.  3. Milled 

H.  3. Flat 
twisted 

H. 3 .Milled 


4°  55' 
6010' 
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